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Abstract—A waveguide split-block fixture used in the 

characterization of thin-film superconducting planar circuitry at 

millimeter wavelengths is described in detail. The test fixture is 

realized from a pair of mode converters, which transition from 

rectangular-waveguide to on-chip microstrip-line signal 

propagation via a stepped ridge-guide impedance transformer. 

The observed performance of the W-band package at 4.2K has a 

maximum in-band transmission ripple of 2dB between 1.53 and 

1.89 times the waveguide cutoff frequency. This metrology 

approach enables the characterization of superconducting 

microstrip test structures as a function temperature and 

frequency. The limitations of the method are discussed and 

representative data for superconducting Nb and NbTiN thin film 

microstrip resonators on single-crystal Si dielectric substrates are 

presented. 

 

Index Terms—Material testing, millimeter wave devices, 

millimeter wave propagation, superconducting microwave 

devices. 

 

I. INTRODUCTION 

HE performance of cryogenic microwave circuits and 

systems have been significantly advanced through the use 

of low-loss dielectric and superconducting thin film materials. 

In implementing the use of these materials the propagation 

properties must be known at the system’s operating frequency 

and temperature in order to reliably predict, design, and achieve 

the desired circuit response.  

A variety of techniques have been used to study the properties 

of thin-films at cryogenic temperatures [1, 2]. However, many 

are best suited for exploring the DC and low frequency 

responses.  At far infrared wavelengths, the material properties 

of homogenous superconducting thin-films have traditionally 

been explored via Fourier Transform Spectroscopy [3-5] and in 

more complex circuit settings when augmented with de-

embedding techniques [6]. Device characterization at 

microwave frequencies commonly relies on antenna-coupled 

test structures combined with on-chip detection [2, 7-9]. 

Metrology based on these techniques generally simplifies the 

readout complexity; however increases the wafer fabrication 

overhead. Terahertz wafer probes are presently best suited for 
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applications >10K due to the parasitic thermal loading and 

subsequent heating of the sample [10, 11]. 

In this paper superconducting films are characterized at 

millimeter wavelengths using a reusable waveguide mount 

configuration. The design described enables an appropriately 

prepared test device to be repeatedly positioned and precisely 

aligned with respect to metrology details incorporated in the 

waveguide fixture. The response of the sample can be calibrated 

and measured at cryogenic temperatures using standard vector 

network analyzer and mm-wave extension module waveguide 

interfaces. The design of the rectangular-waveguide to 

microstrip-line transition is discussed in Section II. The 

cryogenic waveguide test configuration used for validation of 

the packaging design concept is presented in Section III, 

followed by detailed measurement verification of test structures 

in Section IV. Finally, the concluding remarks and discussion 

are made in Section V.  

II. WAVEGUIDE TO MICROSTRIP TRANSITION DESIGN 

Waveguide is one of the most commonly used media in 

distributing single-mode mm-wave signals. Its low-loss 

properties, ease of fabrication, and rigid mechanical 

construction enables its use as a precision guiding media over 

wide range of operating conditions when used in conjunction 

with appropriate thermal isolation structures [12, 13]. To apply 

these measurement capabilities to the characterization of 

superconducting thin-film planar circuits, an appropriate mode-

converter between waveguide and planar device structures is 

desired.  

This transition can be performed using either non-contacting 

[14-16] or via physically contacting interfaces. In a non-

contacting interface, a portion of the sample area is dedicated 

for use as a radiating element [17]. In addition, this technique 

requires relatively precise alignment between the coupling 

element and test sample, which can complicate fitting this 

structure within the waveguide cross-section and achievable 

resonance free bandwidth achievable. To enable efficient 

coupling many approaches resort to multiple metallization 

layers in the device structure [14], which increases the test 

sample’s overall fabrication complexity. On the other hand, an 
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interface with physical film contact can be achieved through the 

use of a waveguide-planar transmission line mode converter 

[18]. This choice largely moves the complexity of the transition 

design to the waveguide housing and thus in principle reduces 

the sample fabrication overhead. Using a variation on this 

approach, a waveguide septum was introduced to transform the 

rectangular waveguide mode and reduce the guide height to the 

same thickness as the substrate.  

A four-stage ridge-guide is used to convert from WR-10 

waveguide to the microstrip line on a silicon substrate in use for 

test samples. The ridge-guide sections are implemented as a 

septum in an E-plane split-block housing and designed to 

provide efficient mode-conversion, a controlled impedance 

transformation, and physical contact to the microstrip line pads 

on the test structure. For a broadband spectral response, the 

microstrip line’s dielectric should be as thick as possible to 

maximize the microstrip pad contact area while maintaining 

single-mode transmission in the waveguide band. On the other 

hand, to limit the radiation loss from the microstrip structure, 

dielectric thickness should maintain small relative to the 

operating wavelength in order to minimize spurious 

electromagnetic coupling to the waveguide walls or septum.  

The configuration’s electromagnetic performance was 

simulated using ANSYS HFSS (High Frequency Structural 

Simulator) finite-element electromagnetic simulation software. 

An eigenmode analysis was used to evaluate the losses arising 

from various elements in the mount structure. The copper 

package walls limit the quality factor, Q = 2.1×104, assuming 

a bulk resistivity of 1.68Ω-cm and a residual resistance ratio, 

RRR=10. For ohmic losses, to lowest order, Q scales as the 

square root of RRR for a normal metal. Similarly, the maximum 

quality factor achievable in the package, Qm, is limited to 

7.04×103 in the operating band between 80 and 100 GHz due to 

the proximity of the finite resistivity copper septum. The 

simulated S-parameter frequency response for the transition is 

shown in Fig. 2 and its optimized dimensions are provided in 

Fig.1.  

The width of waveguide septum determines the contact area 

size as it is placed on top of the metal trace on the 50µm-thick 

 
Fig. 2. Simulated frequency response of the waveguide to 26-Ohm microstrip-

line transitions in a back-to-back configuration.   

 

single-crystal silicon substrate device layer. In this design the 

septum is 100µm wide and the 26Ω characteristic impedance 

microstrip line width is 150µm allowing the septum placement 

within a +/-25µm alignment tolerance. A pair of DC probes 

(Servometer part no. SK18648 from MW Industries, Inc.) are 

available in the fixture to provide DC bias or facilitate other on-

chip characterization needs.  

III. HARDWARE IMPLEMENTATION AND MEASUREMENT 

The E-plane split-block package was made from three copper 

pieces by direct CNC machining. See Fig. 3 for details. The 

waveguide septum was realized from a gold-plated 100-µm 

thick BeCu sheet fabricated using photo-chemical etching. Two 

of the copper blocks form the waveguide housing while the 

third is used to align and secure the microstrip test wafer in the 

fixture. The test device is pressed against the waveguide septum 

and with a physical contact force by a BeCu spring residing 

under the chip. Features machined into the split-block define 

the chip alignment with respect to the package housing. 

Alignment pins in the copper blocks are used to facilitate device 

assembly. In practice, the outer surfaces of the split-block 

housing are used as a reference to align the package elements 

with a precision machinist vice before tightening the housing 

fasteners.  

To cryogenically test the package a section of thin-walled 

(thickness 250m) stainless steel waveguide was utilized as a 
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Fig. 1. Cross-sectional view of the waveguide-to-microstrip transition employed for thin-film circuit and material characterization.  
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Fig. 3. Test fixture used for characterizing thin-film superconductor microstrip 

resonators (a) with gold-plated copper septum and DC probes when viewed 

from the bottom (b). The top-half contains waveguide channel and photonic 

choke (c). The bottom-half of the package contains chip alignment features (d).  

 

thermal break as shown in Fig. 4. The room temperature ends  

of the waveguide are sealed by a 12m thick Kapton vacuum 

window and were connected to the WR-10 mm-wave extension 

modules and the PNA-X vector network analyzer. Helium gas 

is used to purge excess air from the package and the waveguide 

sections in cooling the device in the cryostat to 4.2K. A heater 

is used near the vacuum window interface to prevent cooling 

below the dew point and accumulation of condensates at this 

interface. Thermometry is provided by a calibrated (Lakeshore, 

DT-670) diode attached to the test fixture. 

 

 
 
Fig. 4. Detail of the experimental setup used for superconducting circuit 

characterization at W-band frequencies that was connected to a PNA-X vector 

network analyzer.   

 

The 10dB fixed attenuators are used to limit reflections and 

present an appropriate power level for the device under test 

(DUT). The test system was calibrated at room temperature 

using custom-made Thru-Reflect-Line (TRL) calibration 

standards at the fixture’s input interface. The packaged device 

was enclosed in a magnetic shield to suppress interactions 

between the Earth’s magnetic field and the superconducting test 

device. 

Test devices for cryogenic material characterization were 

fabricated, which contain three NbTiN and one Nb half-

wavelength resonators coupled to a Nb microstrip feed line as 

shown in Fig. 5. The test chip ground plane is realized from 0.5 

m thick Nb. This configuration enables the test package 

transmission as well as loss to be evaluated in the 

superconducting film through quality factor measurement [19-

21]. 

 

 
 

Fig. 5. Device under test contained Nb and NbTiN microstrip resonators. The 

NbTiN resonator microstrip line widths are 80, 40, 20 µm and lengths are 550, 

534, 510 µm, respectively. The Nb resonator is 20 µm wide and 510 µm long. 

The resonators are placed at 8 µm away from the feed line, respectively to 

define the microstrip resonator coupling. 

 

The measurement results show relatively uniform 

transmission between 90 GHz and 110 GHz (e.g., see Fig. 6). 

The Nb resonator was designed to have the highest resonance 

frequency in the operating band.  It was used to determine the 

dielectric loss of the substrate through the measurement of its 

quality factor and serves as a reference for the NbTiN 

resonators in the determination of the kinetic inductance. The 

kinetic inductance can be extracted by comparing the measured 

resonance frequency with that simulated using with single-sheet 

surface impedance model on the trace and ground plane as 

described in [20] and using SONNET or other electromagnetic 

simulation software. A kinetic inductance of ~0.81 pH/square 

for NbTiN and ~0.097 pH/square for Nb films respectively at 

4.36K is found with this method. This is larger than the ~0.61 

pH/square for NbTiN computed through the numerical 

integration of the Mattis-Bardeen integrals [21] adopting the 

measured sheet thickness of 150nm, critical temperature of 

15K, and observed normal-state sheet resistivity of 79.4µΩ-cm. 

The resonator parameters such as total quality factor (Qt), 

coupling quality factor (Qc), intrinsic quality factor (Qi), and 

center resonance frequency (f0) were extracted using a fit to the 

measured complex transmission S21. Fig. 7 shows the resulting 

model fit for one of the Nb resonators measured at 4.5 K. The 

model fit accounts for rotation effects due to impedance 

mismatch of the feedline on chip and the waveguide, using the 

circuit and technique described in [20, 22]. Using this method, 

Qi of 2,671 and Qc of 3,542, are extracted. This serves as an 
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Fig. 6. Measured Nb microstrip line resonators transmission response at 300 K 

and at 4.36 K using waveguide-microstrip package.  The data are uncorrected 

for the 33 mm length of WR10.0 stainless steel waveguide after the VNA 

calibration reference plane and the temperature change of the guide structures 

upon cooling from ambient (see Fig. 4). 

 

 
Fig. 7. Complex scattering parameter amplitude, S21, (left) and power 

transmission (right) are measured and fit at a resonator physical temperature 

of 4.5K.  

  

upper bound to the resonator’s internal resonator quality factor 

as the analysis does not formally correct for the losses arising 

from radiative coupling between the device and the package 

enclosure. A discussion of this and related considerations can 

be found in [23]. 

IV. CONCLUSION 

A waveguide split-block fixture was designed and fabricated 

for thin-film circuit and material characterization at W-band 

frequencies. Although demonstrated in a wet cryogen dewar, 

the approach is more generally applicable in cryo-cooled 

systems with appropriately defined thermal isolation. 

Superconducting film phase velocity and dielectric loss 

measurements are demonstrated at millimeter wavelengths 

through the characterization of the transmission of half-

wavelength niobium resonators in a reusable-mounting fixture. 
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